Background: Pedicle screw insertions are commonly used for posterior fixation to treat various spine disorders. However, the misplacement of pedicle screws can lead to disastrous complications. Inaccurate pedicle screw placement is relatively common even when placement is performed under fluoroscopic control. In order to improve the accuracy of the screw placement, we applied a technique using guide wires and a cannulated tapping device with the assistance of a fluoroscopic pedicle axis view. Methods: From 2006 to 2011, 854 pedicle screws were placed in 176 patients in lumbosacral spinal fusion surgeries. The accuracy of screw placement was evaluated using postoperative reconstructed computed tomography images. Screw misplacement was classified as minor (cortical perforation <3 mm), moderate (cortical perforation 3-6 mm), or severe (cortical perforation >6 mm). Using logistic regression analysis, we also investigated the potential risk factors associated with screw misplacement. Results: Pedicle screw misplacement was observed in 37 screws (4.3 %) in 34 patients. In the sub-classification analysis, 28 screws (3.3 %) were determined to be minor perforations, 7 screws (0.8 %) were considered to be moderate perforations, and 2 screws (0.2 %) was judged to be a severe perforation (cortical perforation >6 mm). None of the 28 screws that were considered to be minor perforations were associated with any significant symptoms in the patients. However, 2 of the 9 screws that were determined to be moderate or severe perforations caused neurological symptoms (1 of which required revision). No significant differences were observed in the incidence of screw misplacement among the vertebral levels. Significant risk factors for screw misplacement were obesity and degenerative scoliosis. The odds ratios of these significant risk factors were 3.593 (95 % confidence interval (CI), 1.061-12.175) for obesity and 8.893 for degenerative scoliosis (95 % CI, 1.200-76.220). Conclusions: A modified fluoroscopic technique using a pedicle axis view and a cannulated tapping instrument can achieve safe and accurate pedicle screw placement. In addition, obesity and degenerative scoliosis were identified as significant risk factors for screw misplacement.
Background
Pedicle screw insertions are commonly used for posterior fixation to treat various spine disorders, deformities, and trauma. However, the misplacement of pedicle screws can lead to disastrous complications because of the close proximity to neural tissue and the surrounding vessels, although rare, serious complications have been reported, such as dural tear, nerve-root irritation, neural injury, epidural hematoma causing neurological deficit, and vascular violation including aortic abutment [1] . Prior work has shown that the accuracy of pedicle screw insertion is crucial for the efficiency and stability of this surgical procedure [2] . Therefore, the accurate and safe placement of screws within the pedicle is critically important during surgeries.
To ensure the accurate insertion of pedicle screws, various conventional techniques focusing on anatomical landmarks, entry points, and insertion angles have been introduced. Intraoperative fluoroscopic guidance has also been used to avoid screw misplacement. However, inaccurate pedicle screw placement is relatively common even when placement is performed under fluoroscopic control, and it can result in vascular or neurological problems [3] [4] [5] [6] . To improve the accuracy of the screw placement, we modified the conventional intraoperative fluoroscopic guidance procedure. Specifically, we applied a technique using guide wires and a cannulated tapping device with the assistance of a fluoroscopic pedicle axis view to confirm the positioning of the guide wires. Here, we introduce this pedicle screw insertion technique and show the accuracy of screw placement for lumbosacral fixation, as well as potential risk factors affecting screw misplacement.
Materials and methods
This is a retrospective case series study approved by an institutional review board (Tokyo Medical and Dental University Research Ethical Committee. No. 1775). We examined 176 patients (69 males and 107 females, mean age 65.5 ± 14.0 years at the time of surgery) who underwent lumbosacral spinal fusion between 2006 and 2011. The indications for surgery were isthmic spondylolisthesis in 14 cases, degenerative spondylolisthesis in 63 cases, lumbar spinal canal stenosis with degenerative instability in 77 cases, degenerative scoliosis in 13 cases, and vertebral fracture in 9 cases (Table 1) . The patients were evaluated preoperatively using magnetic resonance imaging and computed tomography (CT); adequate decompressive procedures, including laminectomy, facetectomy, and discectomy, were performed if necessary. A total of 854 pedicle screws were inserted into the lumbosacral vertebrae: 30 screws in L1, 48 screws in L2, 104 screws in L3, 284 screws in L4, 320 screws in L5, and 68 screws in S1 (Table 1) . Legacy pedicle screw systems (Medtronic, Minneapolis, MN, USA) were used for posterior spinal stabilization.
Procedure
The patient was placed in a prone position on an operating table with a radiolucent four-point frame. Following standard surgical exposure with a midline incision and bilateral exposure of the transverse processes, the position of the pedicle was estimated using anatomical landmarks [7, 8] and the preoperative CT images. The dorsal aspect of the pedicle was decorticated using an air drill and was typically cannulated using a thin gearshift probe or a curette to a depth of approximately 30 mm. After the guide wire (diameter: 1.5 mm) was placed in the pilot hole, a multiplanar fluoroscope was used to obtain pedicle axis views (Fig. 1a, b) . To obtain a fine pedicle axis view, the C-arm was correctly tilted in the cranial/ caudal direction (sagittal plane) to ensure that the superior endplate of the vertebral body was parallel to the image intensifier's beam, and it was rotated in the anterior-posterior (AP)/lateral direction (axial plane) to ensure that the pedicle cortex wall could be clearly visualized (Fig. 2a) . The correct positioning of the guide wire was confirmed using this pedicle axis view [9] . Further confirmation of the guide wire position was made using a lateral view (Fig. 2b) . After modifying the trajectory (if necessary), the pedicle was tapped with a cannulated tapping device passing over the guide wire. The guide wire could be visualized in the cannulated tap to ensure that the wire does not move forward and penetrate the anterior wall of the vertebral body (Fig. 1c) . Following this process, an adequately sized pedicle screw was inserted into place. No intraoperative neurophysiological monitoring was performed for the screw insertion. 
Evaluations of the screw position
Within 2 weeks of surgery, postoperative CT scans were obtained for all patients to assess the implant position using a 64-row multidetector CT unit (TOSHIBA Medical, Tokyo, Japan), which can provide high-resolution images (in-plane resolution of 0.31 mm). The series consisted of 0.5-mm-thick CT sections that were acquired in helical mode and were reconstructed at 0.5-mm intervals. The acquisition parameters were 120 kV and 400 mA. The raw data were reconstructed with axial 2.0-mm-thick CT sections every 2 mm with a field of view that was adequate for spine visualization and for sagittal and coronal reconstructions of the lumbar spine. The screw position was assessed by two independent observers. Screw placement was considered to be correct when the screw was completely surrounded by the pedicle, and no portion of the screw perforated outside the cortex. Screw misplacement was classified according to the classification system suggested by Schizas et al. [10] , and misplacements were defined as minor (cortical perforation <3 mm), moderate (cortical perforation 3-6 mm), or severe (cortical perforation >6 mm) ( Fig. 3a-d) . We generally penetrate the anterior cortex in S1 screws in osteoporotic cases: such bicortical screws were not considered to be screw misplacements. The direction of misplacement was divided into the following four types: medial, lateral, inferior, and superior. Potential factors affecting screw misplacement (i.e., age, gender, obesity, levels of fusion, and diseases) were also evaluated using logistic regression analysis; obesity was defined as having a body mass index (BMI) ≥25 or <25. 
Statistical analysis
Chi-square tests were used to compare the incidence of screw misplacement. The association between the dichotomous outcome variables (correct or incorrect) and the independent variables were analyzed using logistic regression methods, and the adjusted odds ratios (ORs) with 95 % confidence intervals (CIs) were calculated. Inter-observer agreement was measured using kappa coefficient scores. The significance threshold was set at p < 0.05. Statistical analyses were performed using the commercial software package SPSS ver. 19 (SPSS, Chicago, IL, USA).
Results
In our assessment of 854 pedicle screws inserted in 176 patients, 817 screws (95.7 %) were determined to be adequately inserted. Misplacement of the pedicle screw was observed in 37 screws (4.3 %) in 34 patients. In the subclassification analysis, 28 screws (3.3 %) were considered to be minor perforations (cortical perforations <3 mm), 7 screws (0.8 %) were observed to exhibit moderate perforations (cortical perforations 3-6 mm), and 2 screws (0.2 %) was judged to have a severe perforation (cortical perforation >6 mm) ( Table 2 ). There was substantial inter-observer agreement in judging screw positions, and the observed kappa score was 0.71. Regarding the distribution of screw misplacements at the vertebral level, 2 of 30 (6.7 %) screws were observed in L1, 5 of 48 (10.4 %) were observed in L2, 4 of 104 (3.8 %) were observed in L3, 12 of 284 (4.2 %) were observed in L4, 12 of 320 (3.8 %) were observed in L5, and 2 of 68 (2.9 %) were observed in S1 (Table 3 ). The incidence of screw misplacement tended to be greater in the upper lumbar spine, but no statistically significant differences in screw misplacement were observed (p = 0.38). The screw misplacement direction was lateral for 17 screws (45.9 % of No. number the misplaced screws), medial for 16 screws (43.2 %), superior for 1 screw (0.3 %), and inferior for 3 screws (0.8 %) (Table 3) . Of the 28 screws that were judged to be minor perforations, none were associated with any symptoms in the patients. However, for the 9 screws considered to be moderate or severe perforations, 2 screws, 1 of which required revision, caused neurological symptoms. Logistic regression analysis of screw misplacements was performed to identify the risk factors affecting the accuracy of screw placement. The OR and 95 % CI for each variable are shown in Table 4 . The two factors that were significantly associated with the risk of screw misplacement were obesity and degenerative scoliosis. The ORs for these significant risk factors were 3.593 (95 % CI, 1.061-12.175) for obesity and 8.893 (95 % CI, 1.200-76.220) for degenerative scoliosis.
Discussion
Pedicle screws can provide secure fixation of the vertebra and are frequently used to treat various spine disorders and deformities. However, the insertion of pedicle screws remains technically demanding because of the complicated three-dimensional anatomy and the proximity of neurologic and vascular structures. Medially misplaced pedicle screws increase the risk of neurological complications, while lateral misplacements can increase the risk of vascular complications and biomechanical weakness [1, 4] . Therefore, the accurate placement of pedicle screws is critically important to avoid these complications. To minimize the incidence of screw misplacements, a variety of pedicle screw placement procedures has been reported, including the free-hand technique and the use of intraoperative imaging tools, such as plain radiography, fluoroscopy, or image-guided navigation systems [3, 4, [11] [12] [13] [14] [15] .
Recently, a number of authors have focused on complex three-dimensional navigation techniques to achieve safe screw insertion. Although these studies demonstrate that navigation systems can reduce the incidence of screw misplacement, these types of systems increase the cost and setup time requirements. Several authors have reported that fluoroscopic guidance can improve the accuracy and safety of pedicle screw placement [4, 13, 16, 17] . Lateral C-arm fluoroscopy imaging is useful because it offers real-time two-dimensional views. However, lateral imaging only provides information in the sagittal plane, not in the axial plane. Because screw misplacement most commonly occurs in the axial plane (i.e., medial or lateral) [18] , lateral imaging is not sufficient to ensure complete safety when inserting an implant into a complex three-dimensional structure.
In this study, we applied simple fluoroscopic coaxial imaging techniques using a pedicle axis view to confirm the positioning of the guide wires. Because morphologic [8, 19, 20] , imaging inclined based on the pedicle axial angle is useful to confirm the trajectory of the guide wire. As Yukawa et al. have previously reported, this pedicle axis view is efficacious in determining the appropriate entry point and the trajectory angle for each vertebra, even for the placement of cervical pedicle screws [9] . We also used a cannulated tapping device that is commonly applied in percutaneous pedicle screw systems and is known to be useful to ensure accurate screw placements [21] . Once the guide wire is correctly placed, the process of tapping and screw insertion becomes easier and safer. We modified the conventional fluoroscopic guidance technique by using a pedicle axis view and a cannulated tapping device to achieve accurate pedicle screw insertion. Thus, a misplacement rate of only 4.3 % was observed in the postoperative two-dimensional reconstructed CT images obtained in this study. Moderate or severe perforations (cortical perforation ≥3 mm) were observed in only 1.1 % of the inserted pedicle screws, and symptomatic screw malposition occurred in only 0.2 %. Previously, Castro et al. investigated a total of 123 pedicle screws placed in 30 patients using fluoroscopy with anteroposterior and lateral projections [3] . Postoperative CT imaging revealed that 40 % of the screws had penetrated the cortex of the pedicle. In a systematic review of studies investigating pedicle screw insertion, the accuracy of screw placement using conventional fluoroscopic assistance was reported to be 28-85 % [4] . The accuracy was improved to 95.7 % with our modified fluoroscopic method, which used a pedicle axis view and a cannulated tapping device. The percentage of accurate screw placements using our technique was comparable to that using recently reported techniques involving fluoroscopybased (81-92 %) or CT-based (89-100 %) navigation [4] . Based on these results, it appears that the modified fluoroscopic technique used in this study can enable accurate and safe screw insertion without requiring special devices, such as navigation systems.
Previous studies have reported that obesity adversely affects the rate of intraoperative complications associated with lumbar fusion surgery [18, 22] . Consistent with these reports, we noted that screw misplacement was significantly affected by the BMI of the patients during our analysis of the risk factors associated with screw misplacements. This result suggests that technical errors can occur because surgical procedures in obese individuals must be performed in a deeper plane with limited visualization. Degenerative scoliosis was another factor that was observed to increase the risk of screw misplacement. In this study, the rate of screw misplacement in the 13 patients with degenerative scoliosis was as high as 10.4 %. It is known that screw placements in deformed spines can be difficult [23, 24] because of the rotation of the vertebrae and/or bone sclerosis at the pedicles on the concave side. Pedicle axis views are thought to be useful in identifying the pedicle direction in rotated vertebrae. However, misdirection can still occur in highly rotated vertebrae (Fig. 3c) . Furthermore, bone sclerosis can disturb the insertion of guide wires to the appropriate depth and can cause misdirected tapping even when a cannulated tap is used (Fig. 3b) . Extensive caution should be used when placing lumbosacral pedicle screws in obese patients and in individuals with degenerative scoliosis. We found that lateral perforation was the most common in the technique used in this study (Table 3 , Fig. 3d ). Since lateral perforation can cause serious complications such as iatrogenic neural and vascular injury, reconfirmation after screw insertion would be needed using fluoroscopic A-P and pedicle axis views especially for the rotated vertebrae in degenerative scoliosis.
The accuracy of pedicle screw placement has been the subject of a number of previous studies [3, 4, 6, 17, 25] . In these studies, the rates of screw misplacement were highly variable, in part, because of the different evaluation methods employed. Most studies have shown that CT scanning is more accurate than conventional radiography in evaluating screw misplacement. The discrepancy between radiographs and CT images is most striking in medially misplaced screws, for which CT imaging can detect many more cortical penetrations compared to conventional radiographs [6, 26] . In this study, for all patients, we obtained thin-sliced-high resolution reconstructed CT images using a 64-row multidetector CT system. Screw placement evaluations were made using the simple classification system suggested by Schizas [10] . Therefore, the inter-observer reliability regarding determinations of screw misplacement exhibited good agreement (i.e., a kappa score of 0.71, which is similar to that reported by Schizas et al. [10] ). The precise evaluation method, which utilized a modified fluoroscopic procedure, was employed; it achieved a high level of accuracy for the placement of lumbosacral pedicle screws.
This study has several limitations, such as its retrospective, single-center design and use of radiation exposure. In addition, the investigation was limited to the lumbosacral spine. This study does not include other radiological outcomes, such as the rates of fusion or screw failure. Despite these limitations, the technique used in this study was shown to achieve safe pedicle screw placement with a level of accuracy that is comparable to that observed using techniques that employ navigation systems.
Conclusions
A modified fluoroscopic technique using a pedicle axis view and a cannulated tapping device can achieve the safe and accurate placement of pedicle screws. The accuracy of this technique was shown to be higher than that of conventional fluoroscopy-guided insertions and was comparable to the accuracy achieved using techniques featuring navigation systems. Obesity and degenerative scoliosis were identified as significant factors leading to an increased risk of screw misplacement.
Abbreviations CI: confidence intervals; CT: computed tomography; OR: odds ratio.
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